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NVL Laboratories, Inc.

4708 Aurora Ave. N., Seattle, WA 98103
Tel: 206.547.0100, Fax: 206.634.19356

www.nvliabs.com AnalySIS Report

Total Metals

Client: Paul W. Jackson & Associates, Inc.
Address: 2440 Alki Avenue SW # 303
Seattle, WA 98116
Attention: Mr. Paul Jackson
Project Location: Rainier Brewery

Batch #: 2406482.00
Matrix: Air Filter

Method: NIOSH 2300
Client Project #:050504
Samples Received: 3
Totai Samples Analyzed:3

Vol RL Results in  Results in
Lab ID Client Sample # Elements L) ug/m3 ugffilter ug/m3
24035086 S$11-25-1 Arsenic (As) 1530 1.3 2.1 1.4
Cadmium {Cd) 1530 0.7 <1.0 <07
Lead (Pb) 1530 1.3 <20 <1.3
24035087 $11-25-2 Arsenic (As) 1576 1.5 <20 <15
Cadmium (Cd) 1376 0.7 <10 < 0.7
Lead (Pb) 1376 1.5 <20 <15
24035088 $11-25-3 Arsenic (As) 0 N/A 2.0 N/A
Cadmium (Cd) 0 N/A 1¢ N/A
Lead (Pb) 0 N/A 2.0 N/A

Sampled by. Client
Analyzed by: Chesten Perry Date: 05/17/2C04

DRAFT

ug/ m3 = Micrograms per cubicmeter
N/A = Not Applicable

Note : Methiod QC results are acceptable unless stated ctharwise.

RL = Reporting Limit

<!

= Below the reporting Limit
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